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Abstract

Background: To assess the ability of fluorescence imaging to detect a dose response relationship between
fluorosis severity and different levels of fluoride in water supplies compared to remote photographic scoring in
selected populations participating in an observational, epidemiological survey in Chiang Mai, Thailand.

Methods: Subjects were male and female lifetime residents aged 8-13 years. For each child the fluoride content of
cooking water samples (CWS) was assessed to create categorical intervals of water fluoride concentration.
Fluorescence images were taken of the maxillary central incisors and analyzed for dental fluorosis using two
different software techniques. Output metrics for the fluorescence imaging techniques were compared to TF scores
from blinded photographic scores obtained from the survey.

Results: Data from 553 subjects were available. Both software analysis techniques demonstrated significant
correlations with the photographic scores. The metrics for area effected by fluorosis and the overall fluorescence
loss had the strongest association with the photographic TF score (Spearman’s rho 0.664 and 0.652 respectively).
Both software techniques performed well for comparison of repeat fluorescence images with ICC values of 0.95 and
0.85 respectively.

Conclusions: This study supports the potential use of fluorescence imaging for the objective quantification of
dental fluorosis. Fluorescence imaging was able to discriminate between populations with different fluoride
exposures on a comparable level to remote photographic scoring with acceptable levels of repeatability.
Background
The measurement of the prevalence and severity of en-
amel fluorosis in populations for both epidemiological
purposes and the evaluation of fluorosis risk associated
with therapeutic interventions has traditionally been car-
ried out using clinical indices such as Dean’s Index
[1], the Fluorosis Risk Index (FRI) [2], Thylstrup and
Fejerskov Index (TF) [3] and the Tooth Surface Index of
Fluorosis (TSIF) [4]. The use of each of these indices
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requires an examiner to visually assess a tooth surface
and by using predetermined criteria allocate a score as
an interpretation of the aetiology and severity of the
clinical presentation. Despite the wealth of historical
data from studies using clinical indices criticism of their
use exists [5-8]. This is particularly true when conside-
ring the fact the indices are subjective and can be prone
to bias (knowledge of the fluoridation status of a popula-
tion under examination), inter-examiner differences and
personal thresholding associated with the presentation
of fluorosis at low levels of severity [9,10]. This results in
difficulties during the comparison and interpretation of
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multiple studies that have used subjective indices. It is
possible to avoid the “blinding” issue of clinical examina-
tions by moving the population to a central or distant
location for examination, but this can be associated with
logistical issues [11,12]. Remote scoring of clinical pho-
tographs can address issues of blinding so examiners
have no knowledge of the fluoride exposure of the sub-
jects under assessment [10]. This method of assessment
can provide data considered to be more robust when
compared to data obtained from direct clinical assess-
ment. There are additional benefits with the use of cli-
nical photographs. It is possible to capture digital images
that are not only of high quality but can be archived and
used for longitudinal and repeat assessments, clinical
and research governance and audit processes.
Although the scoring of clinical photographs may ad-

dress potential bias from blinding and carries advantages
over direct clinical assessment, it still relies upon the ap-
plication of a subjective index by an examiner that is still
prone to such issues as personal thresholding and varia-
bility between and within examiners. In addition, the mag-
nification of images could result in a tendency to over
score fluorosis for milder severities.
Alternative means of assessing fluorosis by methods that

are both quantitative and objective would be considered
desirable. The possibilities of optical techniques with and
without the diagnostic judgment of a clinician have been
explored [5]. The ability to quantify demineralization in
early enamel lesions has been demonstrated and validated
using changes in fluorescence [13]. The technique quanti-
fies the loss of fluorescence due to demineralization of en-
amel in a lesion relative to the surrounding sound enamel
providing information on the percentage fluorescence loss
(ΔF) relative to sound surrounding enamel and the Area
(mm2) in which this loss of fluorescence occurs. The
determination of overall mineral loss (ΔQ) is a metric
derived from the product of ΔF and Area.
As both dental caries and enamel fluorosis are phenom-

ena relating to hypomineralized enamel, an opportunity to
objectively quantify fluorosis arises. Confounding factors
exist that complicate this approach. Fluorescence imaging
relies upon the image analysis software to reconstruct the
lesion relative to sound surrounding enamel i.e. mineral
loss occurring as discrete lesions. Fluorosis differs in its
appearance as it presents as diffuse lesions that may ex-
tend across the whole tooth surface [14]. This prevents
the use of image processing techniques used in the assess-
ment of carious lesions being employed to quantify fluor-
osis as it becomes more difficult to reconstruct defuse
lesions relative to sound enamel.
Novel software techniques and imaging systems have

been developed in order to utilize fluorescence imaging
in order to assess and objectively quantify enamel fluor-
osis and these have been tested in vivo [15]. It was found
it was possible to quantify fluorosis using fluorescence
imaging and overcome the issues associated with the as-
sessment of diffuse lesions with no clear sound area to
act as reference. Using this technique an image blurring
methodology was applied to the green channel of the
bitmap image obtained from fluorescence imaging. The
blur technique involved the averaging of pixels within a
matrix of pre-determined size replacing each point in
the image with the average value of the surrounding pix-
els. The greater the size of the matrix, the larger the blur
effect as more pixels are averaged. On completion of the
blur process the “unsharp-mask” was subtracted from
the original image leaving those areas considered to be
fluorosis. The blur image acts as the control or sound
area required for reconstruction of the lesion. The
authors decided the optimum parameters were found by
employing a blur effect at 30 pixels with a pixel selection
of 2 standard deviations from the base level. This had
the highest correlation with the clinical scores using TF
index (Kendall’s Tau 0.869) when the metric of ΔQblur

was chosen as the summary variable. Artifacts created
by the blur technique tended to underestimate both the
fluorescence loss (ΔFblur) and Areablur, particularly at
higher levels of fluorosis severity where there is less
“sound” enamel to act as a reference.
The purpose of this study was to further develop the

use of fluorescence imaging for the analysis of fluorosis.
The study aimed to examine a population with a wide
range of fluoride ingestion from drinking and cooking
waters and hence potential fluorosis experience. This ap-
proach provides a wide range of fluorosis presentation
to assess the system’s ability to detect a dose response to
changes in fluoride exposure from water sources when
compared to a randomized blinded score of TF index
obtained from conventional digital photographs. The
study also aimed to evaluate the use of an alternative
system of analysis for the fluorescence images in order
to address the issues relating to the artifacts created with
the existing blur technique and the resulting effects on
the metrics of ΔFblur and Areablur.

Methods
Screening and selection of subjects
Subjects selected for this study had participated in an epi-
demiological survey looking at fluorosis in Chiang Mai,
Thailand. The protocol for the study was approved by
Human Experimentation Committee, Faculty of Dentistry,
Chiang Mai University, Thailand (clearance number 1/
2008) (with notification to the University of Manchester
Committee on Ethics on Research on Human Beings).
The subjects were healthy males and females aged 8-13
years old. Written consent was obtained from the sub-
jects and their parents. Water samples were collec-
ted from all consented subjects in order to determine
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fluoride content for both the drinking water supply and
the cooking water supply. Where a common water sup-
ply was used, a single sample analysis was undertaken.
Water sample analysis was carried out according to
an analytical protocol by the Science and Technology
Service Centre, Chiang Mai University. The fluoride
content of the samples was determined using a 4-Star
Benchtop pH/ISE meter, Orion Company, Mass, USA.
The subjects were assigned to groups of different
water fluoride content intervals based upon the data
generated from the cooking water samples. This was
owing to the fact there was a wider range and varia-
tion in the fluoride content of the cooking water
compared to the drinking water. The aim was to re-
cruit equal numbers of subjects into groups repre-
senting a range of fluoride concentration in the water
supply.
Consented subjects were recruited on the basis of the

fluoride content of drinking and cooking water samples
and were assigned a five-digit subject ID number. The
first two digits specified the school and the next 3 digits
the subject’s individual study number based on the se-
quence of their recruitment. During the observational
survey all subjects had standardized conventional digital
photographs taken of the maxillary central incisors after
the teeth had been cleaned and dried [16]. An example
image is illustrated in Figure 1a. A consensus score by
two examiners (RPE, MGM) based at a remote location
was performed on the images that were presented in a
randomized and blind manner.
Figure 1 Images demonstrating fluorosis analysis. a. Conventional digi
captured demonstrating fluorosis (areas of florescence loss). c. Output from
convex hull technique. (Image adjusted for contrast for illustrative purpose
Fluorescence image capture
The imaging equipment comprised a high-resolution 3
CCD camera (Jai M91P, Jai Corp., Copenhagen, Denmark)
fitted with a 16-mm F1.4 lens (Pentax, Slough, UK) and a
long-pass yellow filter (495 nm, Schott, Stafford, UK). The
light source was a custom made LED array with variable
illumination emitting light with peak source at 405-nm. A
custom-built stabilizing unit, comprising an adjustable
head and chin support and a camera focus platform to
which the camera and illuminator were connected
enabled the camera to be moved and focussed while the
subject remained static Figure 1b).
A number of subjects were randomly invited to have

repeat fluorescence images taken in order to assess the
repeatability of the image capture and image analysis
procedures.

Software
The software used for the existing technique utilized
MATLAB version 7.6.0 (R2008a, Mathworks, N.Y., USA)
image processing software to analyze the bitmap images
obtained from the fluorescence image capture. A series
of process applications included the image blur, the sub-
traction mask and the analysis of the resultant image
(Figure 1c). The technique is described in detail in the
literature [15].
An alternative analysis software was utilized that was

originally designed to quantify stain on teeth [17].
The hypothesis was that as the software was designed to
detect diffuse areas on the tooth surface using an
tal image of a subject presenting with fluorosis. b. Fluorescence image
analysis using existing technique. d. Output from analysis using

s).
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algorithm based on a convex hull and therefore may be
able to detect and quantify the diffuse areas of hypomi-
neralization associated with fluorosis. The convex hull
analysis software quantified the level of hypominerali-
zation of the tooth surface image captured using the
fluorescence imaging system. A number of stages were
required in order to process the image (Figure 1d). The
software was able to utilize the same masks of the object
teeth created by a region of interest tool and employed
by the existing technique. Prior to processing, the mask
of the image was utilized in order to exclude any pixels
outside of the tooth. The image reconstruction process
was carried out in several stages. Firstly, the analysis
software detected dark areas by reconstructing a “clean”
image of the tooth surface and then subtracted the cap-
tured image. The reconstruction converted the image
into a set of coordinates in the dimensions x, y and
brightness. The convex hull of these points in these three
dimensions was then calculated using the Quickhull al-
gorithm written at the Geometry Center, University of
Minnesota [18]. The convex hull was then converted
back to an image using a simple software rendering algo-
rithm. The result was an image of the tooth where dark
areas were filled with an interpolation between sur-
rounding areas. The map of fluorescence loss could then
be thresholded to remove background noise, with all
pixels below the threshold set to zero and all those
above the threshold included in the map. In this study in
order to include milder forms of fluorosis the threshold
was set at a level of 5 (out of 255) pixels.
During analysis only the green channel was used and

noise reduction was carried out by morphological ope-
ning before the reconstruction occurred. The develop-
ment of the convex hull software and greater detail of
the analysis processes are described in the literature
[17]. Metrics were produced relating to the fraction of
tooth area considered fluorosis (Areach), the average
fluorescence loss of areas considered fluorosis (ΔFch)
and the average fluorescence loss over the entire tooth
surface (ΔQch).
Repeat fluorescence images captured for randomly

selected subjects underwent a complete analysis proce-
dure for both software analysis techniques. The same
mask created from the repeat fluorescence images was
utilized by both software analysis techniques to provide
consistency with the main study data. The reproducibi-
lity data for the photographic assessments delivered a
Kappa statistic of 0.80.

Statistical analysis
The data for the photographic TF index scores from the
epidemiological survey were entered into the Statistical
Package for Social Sciences (SPSS 16.0) along with the
metrics from the analysis of the fluorescence images
using the existing technique and the convex hull soft-
ware. For each subject, the higher of the two scores on
the maxillary central incisors was used in the statistical
analysis. Correlation coefficients between the photo-
graphic scores and the output from the software analyses
were determined using for comparison with the QLF
metrics (Areablur ΔFblur ΔQblur and Areach ΔFch ΔQch).
The data on cooking water fluoride content was con-

verted into a categorical variable based upon concentra-
tion ranges separating the data into intervals. This is
illustrated in Table 1. In order to assess the ability of ei-
ther fluorescence image analysis technique to detect dif-
ferences in fluoride exposure i.e. between each of the
water intervals, a one-way ANOVA was conducted with
a post-hoc correction for multiple comparisons. A non-
parametric analysis using Mann-Whitney U Test would
be employed if the assumptions for ANOVA were not
upheld.

Results
Data for 560 subjects were available for analysis. After
data cleaning 553 subjects were included in the analysis.
Seven subjects were removed from the analysis owing to
problems associated with processing the masks of the
dentition. This occurred when there was either a missing
mask (missing, fractured or restored incisor) or there
was a large diastema between the central incisors. A de-
cision was taken to exclude these subjects from the ana-
lysis rather than processing the image masks manually
to ensure all images were analyzed using the same tech-
nique. Descriptive statistics for each of the assessment
methods are described in Table 1. The subject distribu-
tion in each water interval was approximately equal. All
of the outcomes demonstrated an increase in mean
scores with increasing water fluoride content. The ex-
ception to this was the ΔF metric for the existing tech-
nique corresponding to the two water intervals with the
lowest water fluoride content.
The ability of the photographic scoring to detect diffe-

rences in fluorosis severity at different exposures to fluo-
ride is illustrated in Figure 2. Boxplots for the metric for
ΔQ for both software analysis techniques demonstrated
an increase in ΔQ as the TF index score increased
(Figures 3 and 4). A one-way ANOVA between the photo-
graphic score and the fluorescence image analysis was
performed with a Bonferroni correction for multiple com-
parisons. Analysis revealed the assumptions for ANOVA
were not fully upheld; the assumption of homogeneity of
variances was rejected (Levine’s test p < 0.05). In light
of this a non-parametric analysis was performed using
Mann-Whitney U Test with a simple Bonferroni correc-
tion for multiple comparisons. A summary of the ability of
each technique to separate the water intervals is shown in
Table 2. Overall, the convex hull software appeared to be



Table 1 Descriptive statistics for each cooking water interval for each of the metrics for fluorosis assessment

Cooking water
intervals (ppm)

Photographic Convex hull software Existing technique

TF index Score Area ΔF ΔQ Area ΔF ΔQ

N (%)

<0.20 103 (18.6) Mean 0.70 Mean 0.144 Mean 0.047 Mean 0.008 Mean 0.096 Mean 2.362 Mean 0.233

SD 0.93 SD 0.105 SD 0.014 SD 0.007 SD 0.050 SD 0.482 SD 0.156

Median 0 Median 0.099 Median 0.044 Median 0.004 Median 0.081 Median 2.255 Median 0.228

Range 0-5 Range
0.025-0.464

Range
0.029-0.123

Range
0.001-0.033

Range
0.000-0.227

Range
1.294-2.983

Range
0.002-0.946

0.2 to 0.59 111 (20.1) Mean 1.01 Mean 0.181 Mean 0.048 Mean 0.010 Mean 0.110 Mean 2.264 Mean 0.257

SD 1.02 SD 0.130 SD 0.013 SD 0.010 SD 0.054 SD 0.455 SD 0.166

Median 1 Median 0.153 Median 0.044 Median 0.007 Median 0.099 Median 2.183 Median 0.228

Range 0-5 Range
0.023-0.555

Range
0.030-0.094

Range
0.007-0.046

Range
0.000-0.227

Range
1.356-2.364

Range
0.002-0.946

0.6 to 0.89 120 (21.7) Mean 1.28 Mean 0.210 Mean 0.053 Mean 0.014 Mean 0.121 Mean 2.359 Mean 0.304

SD 1.30 SD 0.151 SD 0.027 SD 0.020 SD 0.067 SD 0.542 SD 0.233

Median 1 Median 0.163 Median 0.046 Median 0.007 Median 0.103 Median 2.283 Median 0.227

Range 0-7 Range
0.024-0.635

Range
0.030-0.231

Range
0.001-0.146

Range
0.016-0.031

Range
1.477-4.414

Range
0.027-1.150

0.9 to 1.59 108 (19.5) Mean 1.65 Mean 0.252 Mean 0.057 Mean 0.017 Mean 0.133 Mean 2.392 Mean 0.333

SD 1.47 SD 0.162 SD 0.019 SD 0.016 SD 0.065 SD 0.494 SD 0.205

Median 1 Median 0.206 Median 0.052 Median 0.010 Median 0.129 Median 2.331 Median 0.283

Range 0-6 Range
0.039-0.678

Range
0.030-0.231

Range
0.001-0.080

Range
0.004-0.272

Range
1.324-3.873

Range
0.006-0.892

1.6+ 111 (20.1) Mean 2.30 Mean 0.299 Mean 0.062 Mean 0.022 Mean 0.155 Mean 2.592 Mean 0.424

SD 1.90 SD 0.179 SD 0.026 SD 0.022 SD 0.075 SD 0.582 SD 0.289

Median 2 Median 0.293 Median 0.056 Median 0.016 Median 0.150 Median 2.500 Median 0.359

Range 0-7 Range
0.025-0.715

Range
0.030-0.203

Range
0.001-0.145

Range
0.001-0.340

Range
1.345-4.630

Range
0.002-1.399

Total 553 (100)
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almost as sensitive as the photographic score at discrimi-
nating between the water intervals when correcting for
multiple pair-wise comparisons. The existing technique
appeared to perform less well at lower water fluoride
levels. All of the techniques performed less well for com-
parisons between water intervals 1 and 2 and water inter-
vals 2 and 3.
The results of the correlations between the photo-

graphic scores and the fluorescence imaging output (Area,
ΔF and ΔQ) are shown in Table 3. Both image analysis
techniques demonstrated significant correlations with the
photographic scores. Overall, the convex hull analysis soft-
ware demonstrated a better association with the photo-
graphic scores than the existing technique for all outcome
metrics. The metrics with the strongest correlations
(Spearman’s rho) with the photographic score were Areach
(0.66) and ΔQch (0.65). The correlation for ΔQblur was still
significant but was not as strongly correlated with the
photographic scores (0.56). The correlation coefficient for
the QLF metric ΔF for the existing technique was consi-
dered to be poor (0.30), although it should be stated the
large sample size would have impacted on the statistical
significance of the correlation coefficients.
An intraclass Correlation Coefficient (ICC) was obtained

for each the fluorescence image analysis metrics. This data
is illustrated in Table 4. The ICC for the convex hull soft-
ware were all considered to be “very good”, the metric for
ΔQch delivering a value of 0.95. The values for the existing
technique were slightly lower but still considered very
good with a value of 0.85 obtained for the metric ΔQblur.

Discussion
The findings of this study support the potential use of
fluorescence imaging to objectively quantify dental fluo-
rosis. This is consistent with earlier work [15]. However,
the correlation coefficients in the current study are lo-
wer than those obtained by Pretty et al [15]. This is
probably due to the fact the population in the original



Figure 2 The photographic score demonstrating separation of the intervals for cooking water fluoride content, suggestive of a dose
response. TF scores of 4 or higher have been grouped together as 4+.
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study was a selected population based upon the presence
of fluorosis in an area of optimal water fluoridation and
presented with only milder forms of dental fluorosis.
The population in the current study is larger and pre-
sents with a greater range of fluorosis severity and the
increased presence of confounding factors. Nevertheless,
the repeatability of both techniques is very good with
the ICC for the existing technique being commensurate
Figure 3 Boxplot with error bars (SD) for ΔQblur. Outliers (subject 837)
with the findings of Pretty et al and the convex hull soft-
ware delivering even greater performance. This was
achieved without employing techniques such as video
repositioning and as such supports the claim that fluo-
rescence image analysis can be robust in terms of the re-
peatability of measures [15].
There are certain considerations to be made regarding

the population selected in this study. The population
highlighted.



Figure 4 Boxplot with error bars (SD) for ΔQch. Outliers (subjects 837 and 230) highlighted.

Table 2 Pairwise comparisons for water fluoride intervals
from cooking water and Photographic TF scores, “convex
hull” and Existing method outcomes

Photographic TF score
Dependant variable

water interval

Convex hull software
Dependant variable

water interval

Existing technique
Dependant variable

water interval

0 1 0.02 0 1 0.11 0 1 0.24

2 <0.001* 2 0.004* 2 0.036

3 <0.001* 3 <0.001* 3 <0.001*

4 <0.001* 4 <0.001* 4 <0.001*

1 0 0.02 1 0 0.11 1 0 0.24

2 0.11 2 0.18 2 0.34

3 <0.001* 3 <0.001* 3 0.005*

4 <0.001* 4 <0.001* 4 <0.001*

2 0 <0.001* 2 0 0.004* 2 0 0.036

1 0.11 1 0.18 1 0.34

3 0.049 3 0.016 3 0.076

4 <0.001* 4 <0.001* 4 <0.001*

3 0 <0.001* 3 0 <0.001* 3 0 <0.001*

1 <0.001* 1 <0.001* 1 0.005*

2 0.049 2 0.016 2 0.076

4 0.01 4 0.11 4 0.027

4 0 <0.001* 4 0 <0.001* 4 0 <0.001*

1 <0.001* 1 <0.001* 1 <0.001*

2 <0.001* 2 <0.001* 2 <0.001*

3 0.01 3 0.11 3 0.076

* *difference considered significant at the 0.005 level.
Water Intervals: 0 = < 0.2 ppm, 1 = 0.20-0.59 ppm, 2 = 0.60-0.89 ppm,
3 = 0.90-1.59 ppm, 4 = 1.6 + ppm.
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was selected according to the level of fluoride in their
cooking water. Despite the fact the TF score obtained
from the photographs was able to separate the different
water fluoride content intervals (Figure 2) (suggestive of
a dose response) it is clear this is not a true reflection of
the fluoride exposure of the subjects. The risk to develo-
ping enamel fluorosis must include all forms of fluoride
ingestion at the time of tooth development not only
from cooking water but also drinking water, beverages,
food and oral hygiene products [19-21]. It would be
problematic to use total fluoride exposure to assess
dose response in this population on this study and it
should be accepted the use of cooking water fluoride
content is not indicative when evaluating a dose res-
ponse. However, this population was selected as life-
time residents and the likelihood the cooking water
source had changed since birth was low. It had also
been demonstrated that the current cooking water
fluoride content was a strong measure when determi-
ning fluorosis risk [22].
Looking at the ranges of water fluoride content of the

intervals (Table 1) intervals 0 and 1 could be seen to rep-
resent non-fluoridated populations with perhaps some
background fluoride in water. Intervals 2 and 3 are com-
mensurate with sub-optimal and optimally fluoridated
populations with interval 4 representing fluoride levels
above optimal levels. It would be desirable that any system
would be able to discriminate between each of the inter-
vals. However, it could be argued at the levels set in this
study the difference between intervals 0, 1, 2 and 3 is mi-
nimal and the inability to discriminate between intervals 0
and 1 is not critical. However, a robust system should be



Table 3 Correlation coefficients for each of the analysis
software metrics compared to photographic TF score
(n =553)

Software analysis
metric

Spearman’s rho

Convex hull software Existing technique

Area 0.66** 0.59**

ΔF 0.54** 0.30**

ΔQ 0.65** 0.56**

** Correlation is significant at the 0.01 level (2-tailed).
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able to discriminate between interval 4 and the remaining
intervals.
Whilst the outcome of this study supports the deve-

lopment of fluorescence imaging as a technique for
objectively quantifying enamel fluorosis, there remain
several unresolved issues from the work of Pretty et al.
Firstly there is still no acceptable gold standard to use.
The use of the photographic score as the comparator
remains inadequate as it depends upon a subjective as-
sessment of fluorosis. The conventional digital photo-
graph requires the camera to be position at an angle to
the teeth (approximately 15° to the perpendicular plane)
to reduce specula reflection, whereas the fluorescence
imaging uses flat field illumination and polarizing filters
enabling the images to be captured perpendicular to the
teeth. This results in potential differences in the infor-
mation that can be displayed between the images owing
to foreshortening of the photographic image. Further-
more it is still not possible to relate the TF score from
the photographs to the metrics obtained from either of
the fluorescence analysis techniques. This is not a si-
tuation unique to the assessment of fluorosis, similar is-
sues existed when fluorescence imaging was used for
the assessment of carious lesions [23]. This would be true
of any novel technique utilizing emerging technologies.
Nevertheless, both fluorescence imaging techniques de-
monstrate an increase in ΔQ with increasing TF index
score (Figures 3 and 4).
The decision to base the analysis on remote consensus

scoring of standardized photographs was justifiable
owing to the reduction of bias and examiner threshol-
ding. The quality of the photographic images still
enabled the detection of focal loss of surface enamel.
Any issues associated with potential loss of validity
Table 4 ICC for software analysis techniques (n =44)

Software analysis
metric

Intra class correlation coefficients

Convex hull software Existing technique

Area 0.84** 0.80**

ΔF 0.96** 0.75**

ΔQ 0.95** 0.85**

** Correlation is significant at the 0.01 level (2-tailed).
were addressed by grouping the data for subjects with a
TF score or 4 or higher. There is additional justification
for this owing to the age range of subjects and the fact
TF scores greater than 4 generally present as a result of
post-eruptive changes to the fluorotic enamel.
The statistical analysis of the data is also compro-

mised by the differences in the metric outputs. The
correlation coefficients presented in this paper should
not be regarded as a measurement of agreement as
they are merely an indication of association between
the different techniques. This is not only true of the
comparison between the photographic scores and the
fluorescence imaging but also between the two fluores-
cence imaging techniques. Despite similarities between
the fluorescence imaging techniques, the methods by
which the metrics are derived differ. The outputs whilst
delivering the same outcome measures are presented
using different scales.
All of the above factors contribute to difficulties in

assessing the sensitivity and specificity of the fluorescent
imaging technique and software analyses. In order to es-
timate the sensitivity and specificity of the fluorescent
imaging system the data was exported to Stata (release
11, StataCorp, TX USA) and ROC curves produced
using classification models for the QLF metric output
ΔQ for each software analysis technique and a classifier
boundary, or threshold, for fluorosis (TF score) of ≤2
and ≥3. These ROC curves are illustrated in Figures 5
and 6. The data would suggest (from this rudimentary
assessment of sensitivity and specificity) the convex hull
software demonstrated higher levels of sensitivity and
specificity (sensitivity 80.61%; specificity 80.96%) when
compared to the existing technique (sensitivity 68.37%;
specificity 83.27%). The outcome was similar for estima-
ting accuracy when comparing the area under the curve
(AUC) for the convex hull and existing technique
(0.8802 and 0.8086 respectively).
In order to reduce variance between the two fluores-

cence imaging techniques it was necessary to utilize the
same masks of the teeth. The software in the original
study required the operator to draw around the object
teeth with a region interest tool. It is clear that repetition
of this process could result in variance. Furthermore the
original software required a reference area to be selected
using the region of interest tool. This was overcome by
using software written in Visual C# (2005 Express Edi-
tion, Microsoft, Inc., CA, USA) to process masks for all
the object teeth from the fluorescence images. The soft-
ware for the existing technique was augmented by the
addition of an algorithm written in MATLAB that auto-
matically selected a reference area from the triangulation
of a point located on the gingival tissues with the masks
of the maxillary central incisors (with an assumption of
the location of the teeth). This algorithm worked well



Figure 5 ROC curve for convex hull software.
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but was unable to process the analysis if there was either
a missing mask (missing, fractured or restored incisor)
or there was a large diastema between the central inci-
sors. If this occurred the subjects and data were
excluded from the analysis. This resulted in the exclu-
sion of seven subjects.
The inability of the fluorescence imaging techniques

to differentiate fluorosis from caries and other non-
fluorotic developmental defects of enamel still exists.
The subjects illustrated in Figure 7 demonstrate issues
that can arise from this phenomenon. The images of
subject 545 illustrate how the presence of caries and
stain can impact upon the fluorescence image and
Figure 6 ROC curve for existing technique software.
subsequent analysis. The presence of plaque, stain, caries
and other developmental defects of enamel such as
demarcated enamel opacities are confounding factors in
fluorosis assessment using fluorescence imaging [24]. It
has been shown that demarcated opacities with similar
clinical presentations can exhibit markedly different
changes in fluorescence with some opacities demonstrat-
ing a loss of fluorescence whilst others demonstrating an
increase in fluorescence signal.
Subject 837 (Figure 7) had suffered from a large deve-

lopmental defect localized to the right maxillary central
incisor with an aetiology non-fluorotic in nature. Both
imaging techniques were unable to differentiate this



Figure 7 Images of subjects with confounding factors for QLF. a. clinical photograph subject 837 presenting with non-fluorotic
hypomineralization and enamel loss on maxillary right central incisor. b. QLF image of subject 837. Note the pattern of fluorescence loss on the
maxillary right central incisor typical of enamel loss with possible caries. The areas in red indicate presence of plaque stagnation. c. Clinical
photograph of subject 230 presenting with confluent areas of fluorosis with pitting and staining. d. QLF image of subject 230. Areas of fluorosis
with stain exhibit greater fluorescence loss. e. Clinical photograph subject 545 presenting with confluent fluorosis and enamel loss and possible
caries. f. QLF image of subject 545. Note the loss of fluorescence in the areas of enamel loss.
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from fluorosis and hence large values for Area, ΔF and
ΔQ whereas the score allocated from the photograph for
this subject was TF 0.
The images of subject 230 (Figure 7) illustrate fluorosis

that has developed post eruptive stain. Whilst the exis-
ting technique was able to process this image the convex
hull software was unable to differentiate the change in
fluorescence relative to the surrounding unstained fluor-
osis and would have deemed the areas of discolouration
as “heavy stain” and allocated a higher score for ΔF and
ΔQ accordingly.
It is clear further work is needed if fluorescence imaging

techniques are to be used for objectively quantifying fluor-
osis. It has been shown it can discriminate between po-
pulations with differing fluoride exposures. It is arguable
which analysis technique is the more appropriate tech-
nique. The convex hull software would appear to be more
sensitive than the existing technique at low fluoride ex-
posures. This is likely to have been caused by the low
threshold level set on this study. This was necessary to
avoid excluding milder forms of fluorosis but would have
included greater levels of noise in the analysis, affecting
specificity. In fact the data suggests the ability of the con-
vex hull software to discriminate between levels of fluo-
rosis severity is comparable to the use of photographic
scores. The existing technique appears to work well at
higher severities of fluorosis. This is in contrast to the
findings of Pretty et al who hypothesized that artifacts cre-
ated by the existing technique may underestimate fluor-
osis. This may have been based on the findings from a
population with lower exposures to fluoride and lower se-
verities of fluorosis presentation. Overall both fluores-
cence image analysis techniques appear to be less sensitive
than clinical judgment using an index when considering
the whole range of presentations of fluorosis. Although in
the case of the convex hull software this is marginal.
Although image capture is simple and reproducible it

remains an additional step in study procedures. In
addition, despite the fact the analysis is automated, there
remains a considerable operator task in drawing the
masks for image processing. At present it would appear
the use of at least a photographic score using TF index



McGrady et al. BMC Oral Health 2012, 12:33 Page 11 of 12
http://www.biomedcentral.com/1472-6831/12/33
and the application of diagnostic criteria cannot be dis-
pensed with. The question arises as to what additional
value can the use of fluorescence imaging provide over
and above a clinical index? The answer may lie in the
fact the longitudinal assessment of fluorosis is desirable
and the variation in examiner scoring using a clinical
index could be problematic when assessing prevalence
and severity by clinical examination [9,10,25]. This can
be avoided with the use of photographic scores, but the
problem of subjectivity would remain.
Further software development is required particularly

with respect to the production of the masks of the object
teeth as this is the time dependant process that ques-
tions the viability of the application in a large epidemio-
logical survey. Possible avenues to explore would be the
production of automatic masks using edge detection
software or more simply the use of preset polygons in
Visual C# that can be adjusted to the shape of an object
tooth rather than masks drawn freehand.
A possible interim solution could be to use a dual-

camera system for image capture using two high reso-
lution CCD cameras with an illumination and lens array
that would permit one camera to capture a fluorescence
image and a second to capture a polarized white light
image (negating the need for camera repositioning to re-
duce specula reflection). Both sets of images would be of
the same position relative to the teeth, same magnifica-
tion and would both be amenable to longitudinal assess-
ment through the use of video-repositioning software.
Any white light image score using an index can remain
blind and randomized and quantifiable metrics of fluor-
osis obtained from the corresponding fluorescence
image.

Conclusions
This study has shown that fluorescence imaging techni-
ques can discriminate between populations with diffe-
rent fluoride exposures and a wide range of fluorosis
severity. Both fluorescence image analysis techniques
demonstrated very good levels of repeatability. The data
support the early work in this field but further work is
needed to develop the capturing system and software if
it is to become a viable means of objectively quantifying
fluorosis in large scale epidemiological surveys. At pre-
sent there appears to be no means of avoiding the use of
either the application of diagnostic criteria or the use of
a clinical index in conjunction with fluorescence imaging
for the objective quantification of fluorosis.

Abbreviations
ANOVA: Analysis of variance; Areablur: Area of tooth considered fluorosis
(existing/blur technique); Areach: Fraction of tooth area considered fluorosis
(convex hull technique); AUC: Area under the curve; CCD: Charge-coupled
device; CI: Confidence interval; ICC: Intra-class Correlation Coefficient;
ICOH: Intercountry Centre for Oral Health; LED: Light Emitting Diode;
LR: Likelihood Ratio; RGB: Red, green, blue; QLF: Quantitative light induced
fluorescence; TF: Thylstrup & Fejerskov Index; ΔFblur: Fraction fluorescence
loss compared to sound enamel (existing/blur technique); ΔFch: Average
fluorescence loss of areas considered fluorosis (convex hull technique);
ΔQblur: Fraction fluorescence loss integrated by lesion area in mm2

(existing/blur technique); ΔQch: Average fluorescence loss over entire tooth
surface (convex hull technique); ROC (curve): Receiver Operating
Characteristic (curve).

Competing interests
The authors declare that they have no competing interests.

Authors’ contributions
MGM prepared the protocol, trained staff in the use of the QLF system,
carried out remote TF scoring, performed the drawing of masks for QLF
analysis, performed the analysis of data and wrote the manuscript. RPE
inputted into the study design, trained staff in photographic methods,
carried out remote TF scoring and inputted into the manuscript. PS & NK
were local investigators responsible for photographic and QLF examinations.
AT designed the QLF software and was involved in image analysis. MG
provided statistical support and advice during data analysis and manuscript
production. IAP inputted into study design and manuscript. All authors read
and approved the final manuscript.

Acknowledgements
The authors wish to thank the pupils and staff at the schools who
participated and staff the Faculty of Dentistry, Chiang Mai University,
Thailand for their support and assistance during this project. IAP is funded by
a Clinician Scientist Award from the National Institute for Health Research
(UK). The Colgate Palmolive Dental Health Unit is funded by an unrestricted
grant from Colgate Palmolive.

Author details
1School of Dentistry, University of Manchester, Manchester M13 9PL, England.
2Colgate Palmolive Dental Health Unit, 3A Skelton House, Lloyd Street North,
Manchester M15 6SH, England. 3Faculty of Dentistry, Chiang Mai University,
Chiang Mai, Thailand.

Received: 4 August 2011 Accepted: 11 July 2012
Published: 21 August 2012

References
1. Dean HT: The investigation of physiological effects by the

epidemiological method. In Fluorine and dental health. Edited by Mouton
FR. Washington (DC): American Association for the Advancement of
Science; 1942:23–31.

2. Pendrys DG: The fluorosis risk index: a method for investigating risk
factors. J Public Health Dent 1990, 50(5):291–298.

3. Thylstrup A, Fejerskov O: Clinical appearance of dental fluorosis in
permanent teeth in relation to histologic changes. Community Dent Oral
Epidemiol 1978, 6(6):315–328.

4. Horowitz HS, Driscoll WS, Meyers RJ, Heifetz SB, Kingman A: A new method
for assessing the prevalence of dental fluorosis–the Tooth Surface Index
of Fluorosis. J Am Dent Assoc 1984, 109(1):37–41.

5. Angmar-Mansson B, de Josselin de Jong E, Sundstrom F, ten Bosch JJ:
Strategies for improving the assessment of dental fluorosis: focus on
optical techniques. Adv Dent Res 1994, 8(1):75–79.

6. MRC: Medical Research Council Working Group Report. Water fluoridation and
health. London: MRC; 2002.

7. Rozier RG: Epidemiologic indices for measuring the clinical
manifestations of dental fluorosis: overview and critique. Adv Dent Res
1994, 8(1):39–55.

8. NHS-CRD: A Systematic Review of Public Water Fluoridation. York: The
University of York, NHS Centre for Reviews and Dissemination
(Report 18); 2000.

9. Ellwood R, O'Mullane D, Clarkson J, Driscoll W: A comparison of
information recorded using the Thylstrup Fejerskov index, Tooth Surface
Index of Fluorosis and Developmental Defects of Enamel index. Int Dent
J 1994, 44(6):628–636.

10. Tavener J, Davies RM, Ellwood RP: Agreement amongst examiners
assessing dental fluorosis from digital photographs using the TF index.
Community Dent Health 2007, 24(1):21–25.



McGrady et al. BMC Oral Health 2012, 12:33 Page 12 of 12
http://www.biomedcentral.com/1472-6831/12/33
11. Milsom K, Mitropoulos CM: Enamel defects in 8-year-old children in
fluoridated and non-fluoridated parts of Cheshire. Caries Res 1990,
24(4):286–289.

12. Stephen KW, Macpherson LM, Gilmour WH, Stuart RA, Merrett MC: A blind
caries and fluorosis prevalence study of school-children in naturally
fluoridated and nonfluoridated townships of Morayshire, Scotland.
Community Dent Oral Epidemiol 2002, 30(1):70–79.

13. de Josselin de Jong E, Buchalla W, van der Veen M: QLF: New
Developments. In Early Caries Detection III: 2003. Edited by Stookey G.
Indiana, Indianapolis: Indiana University Press; 2003.

14. Ellwood RP, O'Mullane D: Enamel opacities and dental esthetics. J Public
Health Dent 1995, 55(3):171–176.

15. Pretty IA, Tavener JA, Browne D, Brettle DS, Whelton H, Ellwood RP:
Quantification of dental fluorosis using fluorescence imaging. Caries Res
2006, 40(5):426–434.

16. Cochran JA, Ketley CE, Sanches L, Mamai-Homata E, Oila AM, Arnadottir IB,
van Loveren C, Whelton HP, O'Mullane DM: A standardized photographic
method for evaluating enamel opacities including fluorosis. Community
Dent Oral Epidemiol 2004, 32(Suppl 1):19–27.

17. Taylor AM, Ellwood RP, Pretty IA, Mohan N: Quantitative stain detection
in vivo using fluorescent imaging. J Dent 2009, 37(5):397–405.

18. Barber CB, David PD, Hannu H: The quickhull algorithm for convex hulls.
ACM Trans Math Softw 1996, 22(4):469–483.

19. Hong L, Levy SM, Broffitt B, Warren JJ, Kanellis MJ, Wefel JS, Dawson DV:
Timing of fluoride intake in relation to development of fluorosis on
maxillary central incisors. Community Dent Oral Epidemiol 2006,
34(4):299–309.

20. Hong L, Levy SM, Warren JJ, Broffitt B, Cavanaugh J: Fluoride intake levels
in relation to fluorosis development in permanent maxillary central
incisors and first molars. Caries Res 2006, 40(6):494–500.

21. Zohouri FV, Maguire A, Moynihan PJ: Sources of dietary fluoride intake in
6-7-year-old English children receiving optimally, sub-optimally, and
non-fluoridated water. J Public Health Dent 2006, 66(4):227–234.

22. Takeda T, Takizawa S: Health Risks of Fluoride in the Chiang Mai Basin,
Thailand. In Groundwater Management in Asian Cities Technology and Policy
for Sustainability. Edited by Takizawa S. Tokyo: Springer; 2008:301–327.

23. ten Bosch JJ: Summary of reseach of Quantitative Light-induced
Fluoresence. In Early detection of dental caries II Proceedings of the 4th
Annual Indiana Conference: 2000. Edited by Stookey GK. Indianapolis: Indiana
University; 2000:261–277.

24. McGrady MG, Browne D, Ellwood RP, Pretty IA: Differentiation of
demarcated enamel opacities from fluorosis using quantitative
light-induced fluoroescence. Caries Res 2008, 42:213.

25. Ellwood RP, O'Mullane DM: The demographic and social variation in the
prevalence of dental enamel opacities in north Wales. Community Dent
Health 1994, 11(4):192–196.

doi:10.1186/1472-6831-12-33
Cite this article as: McGrady et al.: Dental fluorosis in populations from
Chiang Mai, Thailand with different fluoride exposures - Paper 2: The
ability of fluorescence imaging to detect differences in fluorosis
prevalence and severity for different fluoride intakes from water. BMC
Oral Health 2012 12:33.
Submit your next manuscript to BioMed Central
and take full advantage of: 

• Convenient online submission

• Thorough peer review

• No space constraints or color figure charges

• Immediate publication on acceptance

• Inclusion in PubMed, CAS, Scopus and Google Scholar

• Research which is freely available for redistribution

Submit your manuscript at 
www.biomedcentral.com/submit


	Abstract
	Background
	Methods
	Results
	Conclusions

	Background
	Methods
	Screening and selection of subjects
	Fluorescence image capture
	Software
	Statistical analysis

	Results
	Discussion
	Conclusions
	Competing interests
	Authors’ contributions
	Acknowledgements
	Author details
	References

